1. Introduction {#s0005}
===============

Spectrophotometric analytical techniques are widely used in the pharmaceuticals and food quality controls during the batch production or stability controls. This choice is justified by the simplicity of sample preparation and execution as well as by the short analysis time and relatively lower cost than other analytical techniques [@bib1], [@bib2]. However, the techniques based on ordinary spectrophotometry are affected by low resolution and are often unsatisfactory in the analysis of complex mixtures [@bib3], [@bib4], [@bib5], [@bib6]. Several pharmaceuticals are multicomponent mixtures and often are difficult to be analyzed because of overlapping signals or the presence of components in much lower concentration than the others. In recent years, the advent of computerized instrumentation coupled to multivariate analysis techniques has allowed to increase the potential of the spectrophotometric analysis with the ability to simultaneously process a large number of spectral data recorded in turn by a high number of samples [@bib7], [@bib8]. Analysis of complex pharmaceutical mixtures by applying different chemometric procedures on spectral data has been reported in many papers [@bib9], [@bib10], [@bib11], [@bib12], [@bib13]. Multivariate curve resolution-alternating least squares (MCR--ALS) has been applied to the study of complex mixtures to resolve different components in pharmaceutical formulation [@bib14], [@bib15], [@bib16], [@bib17], [@bib18], [@bib19].

In building a calibration sample set, an appropriate design of experiments (DOE) can affect the prediction ability of the multivariate models. In the present work, a simple latex design (SLD) distributed on five concentration levels was applied in order to select sets of reference mixtures covering the entire experimental domain corresponding to the content of the commercial pharmaceutical specialties [@bib8]. Moreover, in the chemometric treatment of complex data sets, it is usually preferable to reduce the data in order to select those that carry useful analytical information and at the same time minimize those that carry redundant or useless information. In many cases, the choice of the most useful data influences the predictive ability of the multivariate models and this procedure can be very useful in the determination of the components at very low concentration that are often hidden by the more concentrated components [@bib8].

In the first step of a multivariate regression method, principal component analysis (PCA) identifies orthogonal directions of maximum variance of the original data, and places the data in a space of lower dimensionality made from the components that have the highest variance. PCA combines the original variables into a smaller number of orthogonal variables called principal components (PCs). The first PCs are considered in the modeling because of containing the most useful information, whereas the last ones can be discarded [@bib20], [@bib21], [@bib22], [@bib23].

The principal component regression (PCR), partial least square 1 (PLS1), partial lest squares 2 (PLS2) and multivariate component analysis (MCR) models were applied to two pharmaceutical formulations, the first one containing three active pharmaceutical ingredients (APIs) and the other four APIs, which are very difficult to be analyzed by means of conventional spectrophotometric methods for the presence of some components in quantities much lower than the others. The increase in the predictive power of the models was studied by varying the instrumental parameter "data interval" between 0.5 and 2 nm in the recording of the spectra used in calibration.

The ternary formulation consisted of paracetamol (PAR), sodium ascorbate (ASC) and chlorpheniramine maleate (CHL), with a ratio of 150:140:1 (m/m/m). The quaternary mixture contained paracetamol (PAR), caffeine (CAF), phenylephrine hydrochloride (PHE) and chlorpheniramine maleate (CHL) with a ratio of 125:6.25:1.25:1 (m/m/m/m). Both mixtures are commonly used as analgesics and antipyretic specialties.

The analytical performance of the applied algorithms was tested on the data matrices from synthetic mixtures and commercial pharmaceutical preparations.

2. Materials and methods {#s0010}
========================

2.1. Chemicals {#s0015}
--------------

The active pharmaceutical ingredients ASC (98%), CAF (99%), CHL (99%), PAR (100%), and PHE (98%) were purchased from Sigma-Aldrich (Milan, Italy) and used as received. The pharmaceutical specialties Dequa-Flu^®^ (Aspen Pharmacare SpA) and Zerinolflu^®^ (Boehringer Ingelheim SpA) were obtained commercially. Pure water and ethanol were of instrumental purity grade (J. T. Baker, Holland). All other reagents were of the highest purity commercially available.

2.2. Instruments {#s0020}
----------------

Absorption spectra were recorded on a Perkin-Elmer Lambda 40P spectrophotometer under the following conditions: quartz cell 10 mm; wavelength range 200--350 nm; scan rate 1 nm/s; time response 1 s; spectral band 1 nm; data density 0.5, 1.0 and 2.0 point/nm. Spectral acquisition and elaboration were performed by the software package UV Winlab 2.79.01 (Perkin-Elmer). Application of PCR and PLS algorithms was supported by the software package 'The Unscrambler X 10.3' (Camo Process As., Oslo, Norway). MCR-ALS routines were performed under Matlab computer environment and implemented as MATLAB functions. They were used as described in previous works [@bib24], [@bib25]. Source files containing these algorithms are available on the website "[www.mcrals.info](http://www.mcrals.info){#ir0005}".

2.3. Standard solutions {#s0025}
-----------------------

Stock solutions of the single compounds were prepared in ethanol by dissolving nearly 20.0 mg of each drug in 100 mL calibrated flasks. A calibration set of 18 ternary mixtures was prepared with PAR concentration in the range of 5.05--30.3 mg/L, ASC in the range of 2.04--30.60 mg/L and CHL in the range of 0.20--5.05 mg/L. A second calibration set of 38 quaternary solutions was prepared with the drugs in the following concentration ranges: PAR 5.10--30.60 mg/L, CAF 0.50--5.00 mg/L, CHL 0.20--2.01 mg/L, and PHE 0.21--2.10 mg/L.

The calibration mixtures were prepared by adopting an SLD distributed on five concentration levels. Two further independent validation sets, comprising 15 ternary mixtures and 15 quaternary mixtures, respectively, were then prepared to validate the calibration models. Statistical analysis was performed on data from analysis of three replicates for sample.

2.4. Pharmaceutical samples {#s0030}
---------------------------

Five tablets for each pharmaceutical specialty were reduced to fine powder and suspended in 100 mL of ethanol. The suspension was sonicated for 10 min and then filtered through a 45 μm membrane filter. Samples for analysis were obtained after proper dilution with ethanol.

3. Chemometric elaboration {#s0035}
==========================

PCR and PLS are known as factor analysis methods. In the first step of calibration, concentrations and analytical signals from reference samples are used to build a mathematical model. In the following prediction step, this model is used to evaluate the concentration of an unknown sample.

PCR considers all spectral data simultaneously (*X* variables) and correlates the concentration components (*Y* variables) with these data in the second phase of multiple regression. On the other hand, PLS modeling processes information from both spectral and concentration data (*X* and *Y*) and projects information in the new space of principal components.

In applying multivariate calibration to spectrophotometry, *X* variables or descriptors are represented by the absorptivity values of the samples at various wavelength values, whereas the *Y* variables or responses consisted of concentration values. In building multivariate models, PCs have to reach the optimal number because the prediction error decreases with them until they reach an optimal value. The most known validation procedure is full-cross validation, in which one reference is removed from the calibration set at a time and the same sample is predicted by using the calibration built with the remaining references. The number of PCs was chosen by adopting the root mean square error of cross validation (RMSECV), which estimates the error when unknown samples are predicted with the calibration model. The best prediction ability of the models corresponds to the lowest RMSECV.$$\mathit{RMSECV} = \sqrt{\frac{\sum_{i = 1}^{n}\left( {\hat{c} - c_{i}} \right)^{2}}{n}}$$where *ĉ* is the predicted value for the references; *c*~*i*~ is the real value for the references; and *n* is the number of references.

External validation was performed by adopting the parameter mean square error of prediction (RMSEP) and relative error (RE) in prediction:

RMSEP=RMSECV calculated for external samples$$\mathit{RE}\left( \% \right) = 100\sqrt{\frac{\sum_{i = 1}^{n}(c_{i} - {\hat{c}}_{i})}{\sum_{i = 1}^{n}c_{i}^{2}}}$$

MCR--ALS provides the decomposition of the experimental data matrix describing the chemical system into the contributions of the single species as a bilinear relation between the concentrations and the pure spectra, following the generalized law of Lambert--Beer in multi-sample and multivariable version [@bib11], [@bib12]. In matrix form, the bilinear model is expressed in the following way:$$\mathbf{D} = \mathbf{C}\mathbf{S}^{T} + \mathbf{E}$$where **D** is the matrix of experimental data; **C** is the matrix of concentrations values of the different *n* species present in the samples; **S**^T^ is the spectra matrix; and **E** is the matrix associated to the error. MCR--ALS algorithm is run by applying an iterative optimization procedure under a suitable set of constraints until estimation of **C** and **S**^T^ matrices is given. This iteration procedure is stopped when convergence is achieved by fixing a preselected number of cycles or when the value of lack of fit (LOF) does not change significantly between consecutive iterations:$$\%{LOF} = 100 \times \sqrt{\frac{\sum_{ij}{(d_{ij} - d_{ij}^{*})}^{2}}{\sum_{ij}d_{ij}^{2}}}$$where *d*~*ij*~ and $d_{ij}^{*}$ are respectively the experimental and calculated (by MCR--ALS) absorbance values. Another parameter used to indicate the quality of MCR--ALS modeling results is the percentage of explained variance (*r*^2^):$$r^{2} = 100 \times \frac{\sum_{ij}d_{ij}^{2*}}{\sum_{ij}d_{ij}^{2}}$$

4. Results and discussion {#s0040}
=========================

4.1. Spectrophotometric analysis and construction of the models {#s0045}
---------------------------------------------------------------

Absorption spectra for each calibration set were recorded in the range of 200--350 nm by fixing the value of data density at 1.0 point/nm. [Fig. 1](#f0005){ref-type="fig"} shows the UV spectra of the single components and their mixtures for both ternary and quaternary studied pharmaceutical formulations. The mixtures contained the drugs with the same ratio of the commercial specialties.Fig. 1Full absorption spectra (data interval 1.0 point/nm) of the single components and their cumulative spectra. Ternary mixtures (A): PAR 25.25 μg/mL, ASC 23.46 μg/mL, CHL 0.20 μg/mL. Quaternary mixtures (B): PAR 30.60 μg/mL, CAF 1.52 μg/mL, PHE 0.30 μg/mL, CHL 0.25 μg/mL.Fig. 1

The determination of CHL in both formulations and PHE in the quaternary formulation showed particular complexity because their concentrations were very low compared to the concentrations of the other components. The conventional spectrophotometric methods appear difficulties in application as they use only a limited number of wavelengths. In both mixtures, the spectra of the individual compounds overlapped along the full spectral range and no signal proportional to the components was singled out. In contrast, the multivariate calibration methods, which simultaneously use all the spectral data or at least a large number, seemed more suitable for resolving these mixtures.

The wavelengths below 210 nm and over 320 nm were discarded. The first ones are usually affected by high variability that can make the model unstable; the others were useless for the absence of signals due to the components. The 220--320 nm spectral data were used to build the data matrices for the ternary and quaternary samples, respectively. In the matrix of descriptors (**X**), each reference was described by *n* variables, corresponding to the absorbance values for all wavelengths; in the matrix of response variables (**Y**), the samples were described by the concentrations of the drugs.

The algorithms, namely, PCR, PLS1, PLS2 and MCR, were applied to these data matrices and the models carried out were validated by full-cross validation. RMSECVs were re-calculated when a new PC was added to the models every time. [Table 1](#t0005){ref-type="table"} summarizes the optimal PCs and the corresponding statistical parameters.Table 1Statistical parameters from full-cross validation of all the chemometric models for ternary and quaternary mixtures in the range of 210--320 nm, data interval of 1 nm.Table 1ModelAnalytePCsRMSECVRE (%)r^2^SlopeOffsetPCRPAR30.18421.170.99980.99880.0012ASC30.19536.430.99710.97520.0313CHL40.348856.300.74160.64580.0700PAR40.07330.79870.99990.9999−0.0031CAF40.10369.71200.99330.96230.0201CHL50.160232.14490.92070.84370.0371PHE50.273354.83360.74900.61050.0974  PLS1PAR30.48233.080.99881.0086−0.1246ASC30.22337.360.99610.98020.0391CHL40.055113.320.98530.9939−0.0035PAR40.07330.79800.99990.99800.0169CAF40.107810.10290.99270.96120.0224CHL50.162126.51930.91870.84670.0371PHE50.113025.74150.91730.78540.0453  PLS2PAR30.71844.58190.99710.98770.1237ASC30.433014.25790.98570.93300.1174CHL40.450672.73380.60120.59660.0961PAR40.07380.80390.99991.0000−0.0033CAF40.107810.10290.99270.96120.0224CHL50.167133.52230.91350.82640.0398PHE50.169433.99030.91250.87920.0452

RMSECV values could be considered satisfactory for most of the components and all the models. In contrast, the values of *r*^2^ and RE(%) were significantly worse than those of the other components, for CHL in the ternary mixture and for both CHL and PHE in the quaternary mixture. The bad results for CHL and PHE could be surely imputed to the relative low content of these drugs in the respective mixtures. The number of PCs also showed the highest values for CHL and PHE. As regards to the MCR method, the percentage value of LOF resulted in 7.92 and 42.21 for the ternary and quaternary mixtures, and *r*^2^ was 0.9128 and 0.8521, respectively.

However, the statistics indicated a preliminary substantial equivalence between the multivariate techniques tested and none of them showed a higher sensitivity than the others.

4.2. Analysis of prediction sets {#s0050}
--------------------------------

The prediction ability of the models built was tested on a series of ternary and quaternary synthetic mixtures. Two prediction sets of 15 samples, containing the drugs in the same concentration ranges used in the calibration sets, were randomly prepared. The calibration models defined above were applied to the prediction samples and the accuracy and precision results were compared in terms of percentage recovery and standard deviation. The results of PAR and ASC quantification by all the chemometric methods were good, showing recovery within the range of 97.14%--103.27% and cumulative standard deviation under 2.65. The high absorbance values of these drugs were surely essential in the success of their determination. Determination of CAF, in the quaternary mixtures, gave good results too, despite of its relative low concentration (recovery 96.78%--102.58%; SD≤3.10).

In contrast, less good results in terms of recovery (83.42%--129.42%) and SD (≤15.37) of CHL and PHE were confirmed also in this prediction step. An optimization procedure in the processing of data was necessary to increase the prediction power of the models for these drugs.

4.3. Optimization of the models {#s0055}
-------------------------------

Two approaches were tried to optimize the models in order to emphasize the spectral characteristics of the individual components. The number of data interval was varied to provide a smaller or greater number of data in the processing of algorithmic patterns, and a recent procedure to select the wavelength regions containing the most useful information for the single components was applied.

Two additional series of spectra of the calibration samples were recorded by fixing the data interval at 0.5 and 2.0 nm, respectively. The number of spectral data for each sample in the new matrices thus passed from 120 to 240 and 60. The wavelength selection was performed by a mathematical procedure recently proposed [@bib8], using the absolute values of the component regression coefficients. In a regression algorithm, the concentration of each component is correlated with all the wavelengths through the following equation:$$C_{i} = b_{o} + b_{1}\lambda_{1} + b_{2}\lambda_{2} + \ldots + b_{n}\lambda_{n}$$where *C~i~* is the component concentration (analytical response), *λ* the wavelengths (predictors), and *b* the regression coefficients. *b* values higher than 0.2 indicated wavelengths rich in useful information, while values below 0.1 indicated a negligible contribution [@bib26]. Along the full range of wavelengths, the absolute values of *b* for each component were summed up to give a new parameter *B*, called cumulative coefficient:$$B_{\lambda j} = \sum\limits_{i = 1}^{n}\left| b_{i} \right|$$

After that, the average value of *B* of all components ($\overline{B}$) was adopted as a cutoff value and the wavelengths presenting values of *B* over the cutoff line were selected to build the new model [@bib8].$$\overline{B} = \frac{1}{n}\sum\limits_{j = 1}^{n}B_{j}$$

The spectral regions selected by this procedure were used for the determination of PHE in the quaternary mixture and CHL in both mixtures. [Fig. 2](#f0010){ref-type="fig"} shows the distribution of the regression coefficients in the range of 210--320 nm for CHL in the ternary mixture (A) and quaternary mixture (B) and for PHE in the quaternary mixture (C). The wavelength ranges, selected by the procedure regression coefficient which produced a better prediction of CHL in the ternary mixtures without significantly affecting the prediction of the other components, were 222--252 nm and 289--296 nm. For the analysis of the quaternary mixtures, the results improved significantly for both CHL and PHE by selecting the ranges of 211--250 nm and 264--290 nm.Fig. 2Distribution of regression coefficients for CHL in the ternary mixture (A), CHL in the quaternary mixture (B) and PHE in the quaternary mixture (C). The curve of the cumulative coefficients B and the cutoff lines are also plotted.Fig. 2

The regression models were re-built by adopting the selected spectral data of the samples recorded at the various data intervals (0.5--1.0--2.0 nm). There was a significant decrease of PCs in these new models, and especially in the models using a data interval of 0.5 nm. Both values of RMSECV and *r*^2^ were improved, demonstrating such an increase in useful information from the adjustment of this instrumental parameter. The new models were applied to assay the samples of the prediction sets, giving the results summarized in [Table 2](#t0010){ref-type="table"}.Table 2Statistical parameters from external validation of the models for ternary and quaternary mixtures by adopting optimized wavelength ranges and 0.5 data interval.Table 2ModelAnalytePCsRMSEPRE (%)r^2^SlopeOffsetPCRPAR30.72684.63530.99710.98710.1345ASC30.24143.24320.99610.95810.0154CHL30.03749.16430.99330.98810.0013PAR40.07250.78940.99991.0000−0.0012CAF40.10285.62840.99340.98260.0194CHL40.103620.79170.98760.95050.0140PHE40.115423.16500.97010.93970.0182  PLS1PAR30.37072.36430.99920.9969−0.0032ASC30.09072.98510.99940.9899−0.0015CHL30.01363.28160.99910.99370.0017PAR40.19422.11520.99960.99820.0023CAF40.08943.38020.99510.97520.0195CHL40.05894.81680.98970.97160.0026PHE40.06363.63520.99130.9885−0.0019  PLS2PAR30.70173.47540.99830.9944−0.0178ASC30.08942.94230.99940.9962−0.0012CHL30.03605.70470.99360.99140.0024PAR40.17071.85940.99970.99820.0007CAF40.17216.12280.99070.98170.0328CHL40.07395.82950.98400.97200.0132PHE40.06675.39280.99690.9869−0.0015  MCRPAR30.69214.41410.99740.9940−0.0120ASC30.08443.78080.99840.9962−0.0013CHL30.01455.50770.99900.99280.0025PAR40.15981.74000.99980.9989−0.0076CAF40.10076.43320.99760.96550.0179CHL40.06078.17260.99210.99030.0029PHE40.03727.46670.99601.0021−0.0070

The good values of RMSEP and *r*^2^, already reached for PAR, ASC and CAF, were confirmed and further improved, especially for CAF. Recovery values were in the range of 96.21%--105.86% and precision was calculated within 3.14%--3.75% with no significant differences between the various models.

The dosage of CHL and PHE was greatly improved after optimization, giving values of RMSEP significantly lower than previous ones. PLS1 proved the method mostly benefiting from the selection of spectral regions and data interval. Recovery was between 94.53% and 106.92% and SD not above 3, representing a remarkable achievement considering the difficulties inherent to the two analytical systems in the dosage of these components.

4.4. Analysis of commercial formulations {#s0060}
----------------------------------------

Commercial pharmaceutical specialties containing the studied drugs were analyzed by using the final chemometric models. The assay results are summarized in [Table 3](#t0015){ref-type="table"}. The experimental results coincided with the values reported on the label of the formulations.Table 3Recovery (%) (±RSD) from application of optimized PCR, PLS and MCR--ALS models on the pharmaceutical formulations.Zerinolflu®Dequa-Flu®ModelPARASCCHLPARCAFPHECHLPCR97.01±3.2599.04±4.99101.00±2.21103.07±2.74104.64±4.7796.80±6.2596.00±5.28PLS1107.37±2.2398.95±3.25106.93±5.32101.96±2.0198.32±3.25105.79±5.57111.46±6.21PLS2100.06±3.60101.06±3.1190.74±4.2594.29±3.25102.02±5.2194.53±7.2592.52±8.96MCR-ALS98.87±2.57101.38±5.25106.12±7.2598.93±4.3596.19±6.34111.57±8.22102.02±9.57

Recovery values for PAR, ASC and CAF were in the range 94.29% -- 107.37% and precision was calculated within 2.01% -- 6.34% for all the methods. For the assay of CHL and PHE, application of the PLS1 models gave recovery between 105.79% and 111.46% and SD below 6.21.

5. Conclusion {#s0065}
=============

A comparative study on the application of the most known chemometric techniques to the spectral data of complex pharmaceutical formulations was performed. The PCR, PLS1, PLS2 and MCR algorithms were applied to assay ternary and quaternary mixtures of drugs characterized by a very high ratio in their content. Elaboration of the models was stressed by varying the value of the instrumental data interval and selecting the most useful wavelengths by means of a procedure based on the regression coefficients. The selection of the analytical information brought a significant advantage to the predictive power of all models. However, the best assay results were obtained from the application of PLS1 models to both the data matrices built with the spectra at 0.5 nm^−1^ data point. The satisfactory results showed significant contribution of the parameter data interval in improving the construction of multivariate models. Similarly, a suitable selection of the spectral regions characteristics can greatly contribute to the determination of the components that have low or superimposed absorbance than that of other components.
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